Introduction {#s1}
============

Endocapsular nuclear disassembly is an integral component of modern phacoemulsification. Fragmenting the nucleus permits extraction through a smaller corneal incision and a well-circumscribed curvilinear capsulorhexis. Nuclear fragmentation also reduces the likelihood of intraoperative posterior capsule rupture (PCR) because most nuclear emulsification occurs in the pupillary or supracapsular plane, a safe distance from the posterior capsule. To segment the nucleus, phacoemulsification (phaco) chop substitutes manual instrument forces for the sculpting that is required for the stop-and-chop or divide-and-conquer methods.[@R1] Studies have confirmed that chopping reduces the amount of ultrasound energy and power required, and minimises endothelial cell loss.[@R1] As a bimanual technique, however, phaco-chop is more difficult to learn and also requires some concurrent ultrasound to either impale the phaco tip or to sculpt a central pit in the case of denser nuclei. Methods to fragment the nucleus prior to introducing the phaco tip include the prechop technique and femtosecond laser nuclear fragmentation.[@R6] An over-riding challenge with all of these methods is difficulty in transecting the posterior nuclear plate, especially with advanced brunescent cataracts in which the nucleus is much thicker and in close approximation to the posterior capsule.[@R10]

We describe a novel technique for full-thickness nuclear fragmentation using a disposable microinterventional device (miLOOP; IanTech, Reno, NV) without requiring concurrent ultrasound. The manually operated device uses a superelastic, memory-shaped nitinol (nickel titanium) filament to encircle and then divide the nucleus within the capsular bag. This report details our findings in a first-in-human randomised prospective clinical trial (RCT) that compared phacoemulsification with and without miLOOP prefragmentation in a series of dense cataracts.

Materials and methods {#s2}
=====================

The miLOOP device {#s2-1}
-----------------

The device has a microthin filament loop made of nitinol alloy whose memory shape and superelastic properties allow alternate contraction to a 1.5 mm radius and expansion to a 10.5 mm radius ([figure 1](#F1){ref-type="fig"}). After completing capsulotomy the instrument tip is introduced through a clear cornea incision into the anterior chamber filled with ophthalmic viscosurgical device (OVD). Advancing a sliding actuation button on the handle opens the nitinol filament loop within the capsular bag. The initial loop expansion is performed in the coronal plane just beneath the anterior capsule ([figure 2](#F2){ref-type="fig"}). The surgeon next sweeps the fully expanded loop back along the hydrodissection plane against the internal capsular contour until it encircles the nucleus in the sagittal plane. Sliding the handpiece button backward contracts the loop until the metal filament completely transects the nucleus. For denser nuclei, a second instrument may be used to steady the nucleus as it is being cut. After rotating the nucleus, the same manoeuvres are repeated to divide the nucleus into quadrants. An additional optional cut will divide the nucleus into six pieces, if desired.

![The miLOOP device (A) is a handheld single-use unit with a sliding actuator button that controls expansion and constriction (B) of a cutting loop constructed of a single 300 µm diameter nitinol microfilament.](bjophthalmol-2017-311766f01){#F1}

![miLOOP expansion in the coronal hydrodissection plane prior to nuclear encirclement, endocapsular rotation and first nuclear bisection.](bjophthalmol-2017-311766f02){#F2}

The nitinol filament is 300 μm in diameter and was structurally designed to optimise elasticity, memory and cutting force. Microfilaments thinner than 100 μm in diameter are too compliant for satisfactory endocapsular unfolding, resulting in poor nucleus-encircling ability. The mechanical dynamics of how the loop unfolds and its memory shape are engineered to accommodate all sizes and grades of nucleus. The flexible loop's smooth outer surface precisely and dynamically matches the curved inner contour of the capsule. These characteristics minimise deformation of the surrounding capsular bag during loop expansion and cataract encirclement. Upon retraction of the device actuating button, the constricting loop cuts through the nucleus using centripetal constricting forces directed inwardly away from the capsular bag.

Preclinical modelling and experimentation was conducted during development and design of the miLOOP device to optimise proper architecture, physical properties and mechanical behaviour of the microthin nitinol filament. The dynamic behaviour of the microfilament during expansion was carefully engineered so that it unfolds slowly, smoothly and segmentally in the coronal plane without excessive capsular pressure or distortion. In human cadaver eye testing, Miyake-Apple posterior video analysis confirmed atraumatic, tension-free movement of the microfilament along the posterior capsule ([figure 3](#F3){ref-type="fig"}). The unit is fully operable using only one hand.

![Miyake-Apple view of the microinterventional loop in a sagittal endocapsular position prior to initiating a full-thickness nuclear cut (A) and midway through the bisection (B). Panel (C) shows the dissection plane of the cleanly bisected nucleus (human cadaver study).](bjophthalmol-2017-311766f03){#F3}

Clinical study {#s2-2}
--------------

This prospective, multisurgeon RCT (ClinicalTrials.gov NCT02843594) was performed at the Clínica de Ojos Orillac-Calvo, Panama City, Panama. One eye from each of 101 subjects was randomised to conventional phaco or to phaco preceded by adjunct microinterventional nuclear fragmentation with the miLOOP. All patients provided written informed consent. The study protocol was approved by the study site Institutional Review Board, and conformed to the Declaration of Helsinki.

Inclusion criteria included an advanced visually significant nuclear cataract of ≥grade 3nuclear sclerosis with best corrected visual acuity (BCVA) limited to 0.33 decimal (20/60 Snellen) or worse. Eyes with significant anterior segment comorbidity besides an advanced cataract that could complicate the procedure were excluded, including corneal opacity, zonulopathy or trauma history.

After a variable-block, digitally generated 1:1 randomisation to miLOOP-assisted phaco or standard phaco, all subjects underwent cataract surgery under topical anaesthesia by one of six experienced phaco surgeons. Patients were masked to treatment assignment. Observers but not surgeons were masked to treatment assignment. No surgeon performed \<8 cases. Provisc OVD (Alcon, Fort Worth, TX), 2.7 mm clear cornea incisions and the Centurion Vision phaco platform (Alcon) with customised torsional power settings were used for all cases. All surgeons used their preferred phaco-chop technique, and only resorted to a divide-and-conquer technique when deemed necessary by the operator. When using the miLOOP device, microinterventional sectioning was done after the hydrodissection step beneath the OVD and prior to inserting the phaco handpiece.

Subjects received a standard preoperative regimen of topical antibiotics for 3 days prior to surgery, and postoperative 1 week of topical antibiotics and 4 weeks of topical steroid and non-steroidal anti-inﬂammatory drops. Follow-up examinations were performed 1 day and 1 month postoperatively. The primary outcome in this study was phaco energy required for nuclear emulsification, measured by the cumulative dispersed energy (CDE) recorded by the phaco machine. All eyes had preoperative and 1-month postoperative endothelial cell counts using Konan CellChek Specular Microscopy (Konan Medical, Irvine, CA). Intraoperative complications and those occurring ≤1 month postoperatively were tabulated. Central corneal endothelial cell density, corneal thickness and BCVA were evaluated at baseline and postoperative 1 month.

Results {#s3}
=======

Subjects (n=101) were enrolled and their study eye randomised to either the miLOOP or control phaco group. Four subjects originally randomised to control phaco surgery underwent miLOOP instead; because of severity and density of their highly brunescent cataracts the surgeon thought miLOOP-assisted phaco was safer than converting to extracapsular cataract extraction. For safety and efficacy analyses, those cases were included in the miLOOP group. One subject randomised to the miLOOP group had significant capsular adhesions and instability from prior ocular inflammation, and the surgeon opted to use the standard phaco technique. For safety and efficacy analyses, the miLOOP group contained 53 subjects and the control group contained 48 subjects.

Baseline characteristics are compared in [table 1](#T1){ref-type="table"}. The cohort averaged 68.7 years old and was 50% female. All study cataracts were advanced, that is, Lens Opacities Classification System III grades 3‒4. Mean preoperative endothelial cell density, axial length and BCVA (20/360 Snellen or worse) were comparable in the operated eye of both groups. Most eyes in control and miLOOP groups had 20/400 or worse vision---with 87.5% and 84.6% 20/200 BCVA or worse and 58.3% and 59.6% BCVA of count fingers or worse, respectively. There were nine (18%) cases of pseudoexfoliation in the control group and 10 (19%) in the MiLOOP group.

###### 

Baseline characteristics

  -------------------------------------------------------------------------
  Parameter                                miLOOP+phaco\   Control phaco\
                                           n=53            n=48
  ---------------------------------------- --------------- ----------------
  Age (years)                              70.2±10.3       67.7±9.9

  Range                                    45‒87           38‒87

  Gender, female, n (%)                    29 (55)         21 (44)

  Cataract grade                           3.55±0.50       3.58±0.50

  Ocular comorbidities, n (%)                              

   Glaucoma                                16 (30)         8 (17)

   Significant myopia                      2 (4)           1 (2)

   Other\*                                 4 (8)           4 (8)

  Axial length (mm)                        23.73±0.96      23.56±0.95

  Range                                    21.52‒27.88     22.04‒25.81

  Endothelial cell density (cells/mm^2^)   2592±220        2650±189

  Range                                    2066‒3000       2151‒2950

  Central corneal thickness (µm)           542±45          553±39

  Range                                    451‒648         464‒651

  Baseline BCVA, decimal                   0.056±0.09      0.050±0.1

  (Snellen equivalent)                     (20/360)        (20/400)
  -------------------------------------------------------------------------

\*Other ocular comorbidities include ocular hypertension (n=4), and one each of diabetic retinopathy, traumatic glaucoma, pterygium nasal and ptosis. Values are presented as mean±SD unless otherwise indicated. Percentage values are rounded to the nearest integer.

BCVA, best corrected visual acuity; miLOOP, microinterventional loop prefragmentation.

Operative data are shown in [table 2](#T2){ref-type="table"}. Full-thickness lens segmentation was achieved in 100% of miLOOP cases, and prefragmentation significantly lowered both necessary energy delivery during emulsification and surgical irrigation fluid volume used. Control phaco eyes required 53.3% greater mean CDE for cataract disintegration than miLOOP eyes, and exhibited larger interindividual variability as evidenced by the larger SD and range. The effective time required for phaco did not differ in the miLOOP and control groups (1.7±1.0 min vs 1.5±1.0 min, respectively (p=0.315)). Prefragmentation with the miLOOP device was performed in less than 3 min in all subjects, and required no or minimal additional OVD.

###### 

Intraoperative procedures and parameters

  ------------------------------------------------------------------------------------------------------
  Parameter                                              miLOOP+phaco n=53   Control phaco\   P values
                                                                             n=48             
  ------------------------------------------------------ ------------------- ---------------- ----------
  Full-thickness microinterventional lens segmentation   53 (100%)           ─                ─

  Cumulative dispersed energy (units)                    21.4±13.1           32.8±24.9        0.004

  Range (units)                                          0.55‒62.4           2.79‒138.02      

  Irrigation fluid used (mL)                             87.3±47.0           111.2±55.7       0.021

  Range (mL)                                             25‒257              27‒281           
  ------------------------------------------------------------------------------------------------------

Values shown are n (%) or mean±SD. P values calculated by two-tailed t-test.

miLOOP, microinterventional loop prefragmentation.

Intraoperative and postoperative complication rates were comparable between both groups ([table 3](#T3){ref-type="table"}). There was a trend towards a lower rate of capsular tear during the phaco portion of the procedure with miLOOP-assisted phaco (7.5%) compared with standard phaco (10.4%). In the miLOOP-assisted phaco group, there was one case of capsular tear related to the intraocular lens (IOL) inserter when implanting the IOL. Endothelial cell loss averaged \<10% at 1 month in both groups, demonstrating a high level of phaco surgical proficiency for the surgeons; control eyes displayed a trend of a 20% greater cell loss versus miLOOP-assisted eyes, though this difference was not significant. Corneal thickness measurements were similar between treatment groups, and were essentially identical to baseline values, in both groups. Corrected acuity at 1 month was similar between both groups, with the miLOOP-assisted phaco eyes achieving a mean BCVA of 0.74 decimal units (20/27 Snellen) and the unassisted control phaco group averaging 0.83 decimal units (20/24 Snellen). No cases of early posterior capsular opacification were observed through the 30-day follow-up period.

###### 

Intraoperative and postoperative complications

  -----------------------------------------------------------------------------------------------------------------
  Event or parameter                                                miLOOP+phaco n=53   Control phaco\   P values
                                                                                        n=48             
  ----------------------------------------------------------------- ------------------- ---------------- ----------
  Anterior or posterior capsular tear during miLOOP fragmentation   0%                  ─                ─

  Posterior capsular tear during phaco or IOL implantation          4 (7.5%)            5 (10.4%)        0.999

  Hyphema noted after IOL implantation                              0 (0%)              1 (2%)           0.475

  High IOP, postoperative                                           4 (7.5%)            2 (4.2%)         

  Shallow AC, postoperative                                         0 (0%)              1 (2%)           0.475

  Corneal ECD at 1 month (cells/mm^2^)                              2390±309            2427±321         0.557

  ∆ in ECD from baseline to 1 month (%)                             −7.0%±10.6          −8.4%±12.2       0.539

  CCT at 1 month (µm)                                               540±48              550±47           0.294

  ∆ in CCT from baseline to 1 month (%)                             −0.9%±6.9           −0.6±6.9         0.278

  BCVA at 1 month, Snellen equivalent                               20/27               20/24            ─
  -----------------------------------------------------------------------------------------------------------------

Values shown are n (%) or mean±SD. Percentage values are rounded to the nearest integer. P values for categorical variables were assessed by two-tailed Fisher's exact test using 2×2 contingency tables, and for continuous variables by two-tailed t-test.

AC, anterior chamber; BCVA, best corrected visual acuity; CCT, central corneal thickness; ECD, endothelial cell density; IOL, intraocular lens; IOP, intraocular pressure; miLOOP, microinterventional loop prefragmentation.

Discussion {#s4}
==========

As a method of nuclear disassembly, chopping techniques consistently reduce overall ultrasound time and energy compared with methods that rely on sculpting to divide the nucleus.[@R1] This reduction in ultrasound power would be most apparent with denser lenses, which increases expected endothelial cell loss.[@R11] This may explain the reduction in endothelial cell loss with phaco-chop compared with sculpting techniques reported in some studies.[@R4] Other reports have similarly shown a reduction in ultrasound time and endothelial cell loss with femtosecond laser-assisted cataract surgery by presumably reducing or eliminating the need for sculpting of the nucleus.[@R7] However, one large prospective, case-controlled trial found a statistically higher rate of postoperative cornea oedema with the femtosecond laser compared with manual phaco.[@R13]

This is the first clinical comparison of microinterventional miLOOP-assisted phaco to standard phaco. We tested miLOOP efficacy and safety in a population comprising exclusively advanced cataracts. As an adjunctive method of presegmenting the nucleus, the miLOOP technique was 100% effective in fragmenting every dense nucleus within the capsular bag. There were no instances of zonular dialysis or anterior or posterior capsule tears occurring during miLOOP nuclear segmentation. Unlike conventional prefragmentation techniques such as chopping, the microfilament follows the already created hydrodissection plane and the cutting force is centripetally directed inward as the loop closes. This is likely the reason for the atraumatic relationship between the loop and the capsule, and the lack of untoward capsular changes during prefragmentation in this study. However, there was a higher rate of PCR during nuclear emulsification in both groups, attributable to the high surgical complexity and severity of cataracts in this population where most subjects had 20/400 BCVA or worse at baseline. Nevertheless, the PCR rate was no higher in the miLOOP group than in the conventional phaco control group. Five of the six study surgeons were visiting and therefore operating in an unfamiliar facility. One instance of PCR occurred as a complication of IOL injection.

In this population having very dense cataracts, the miLOOP-assisted phaco technique achieved a statistical reduction in CDE and in irrigation fluid volume used per case. It is noteworthy that phaco-chop employing a latest generation phaco machine with torsional ultrasound was used for all cases. As with phaco-chop, non-longitudinal ultrasound reduces CDE when compared with longitudinal ultrasound.[@R14] That the miLOOP-assisted phaco method was able to significantly reduce CDE even further suggests that there may be other potential advantages to manually sectioning the nucleus in advance without ultrasound. A detailed video review of the cases suggested that segment removal and emulsification occurred more easily and efficiently in the miLOOP-assisted group. We speculate that the peripheral endocapsular sweep of the miLOOP filament mechanically separates the epinucleus from the lens capsule along the hydrodissection plane. This may further facilitate aspiration and removal of presectioned lens fragments compared with performing hydrodissection alone. Cortex removal also appears to be expedited by this mechanical endocapsular wiping effect.

Dividing the posterior nuclear plate is the most difficult step with all nuclear disassembly methods, and is particularly challenging with dense nuclei. Compared with other methods, an important mechanical difference with miLOOP nuclear fragmentation is that the capsular bag is never subjected to any centrifugally directed instrument forces. With divide-and-conquer a deep trench is sculpted to score and thin the nucleus centrally until outward separating instrument forces can crack the residual posterior plate. With phaco-chop, the chopper initially moves centripetally towards the phaco tip to generate a partial-thickness nuclear split. Outward separating movements of the instrument tips then propagate the fracture through the remaining nucleus. With the Akahoshi prechopper, the paired blades are first driven into the centre of the nucleus after which a forceful separation of the blades fractures the nucleus. Finally, many surgeons sculpt a central pit prior to initiating phaco-chop with a very dense and thick nucleus. This permits the phaco tip to more deeply impale the nucleus to stabilise it against the force of the chopper. In contrast, the miLOOP filament completely transects the nucleus without any centrifugally directed instrument forces that would stress or stretch the capsular bag, and without any concurrent ultrasound at all.

In our series there were four (7.5%) cases of posterior capsule tears in the miLOOP group and five (10.4%) in the control phaco group. Of those, one in each group occurred during IOL implantation after completion of uneventful cataract extraction. This rate is higher than what we often see generically reported in the phaco literature for standard cataract cases. In this study, we used only highly experienced phaco and anterior-segment surgeons and the latest generation phaco equipment. The cataract population, on the other hand, was anything but average---almost all cases were hard mature and brunescent cataracts so advanced that almost 90% of cases had baseline BCVA of 20/200 or worse. Also, 18%--19% of cases had pseudoexfoliation. So, we examined closer the peer-review literature for the rate of cataract surgical complications in such highly advanced cases of hard nuclei, often buried in the subgroup analyses of larger data sets. One of the largest outcome peer-reviewed studies of phaco cataract surgery in 55 567 patients from the UK National Database reported a PCR rate of 1.92% across all cases.[@R15] Furthermore, the OR in dense cataracts was 2.99 with observed rate of ≥6%. Many similar studies are consistent in reporting an increased rate of complications and unique challenges in such distinct populations of advanced cataracts.[@R16]

Automating nuclear fragmentation prior to phaco is one purported advantage of femtosecond laser-assisted cataract surgery. Despite the higher procedural costs, this might be particularly appealing for the many surgeons who are not adept or comfortable with chopping techniques. However, the need to leave a 150‒250 μm safety buffer between the posterior capsule and the deepest laser shots means that full-thickness nuclear fragmentation is frequently not achieved. In contrast, the miLOOP is a relatively inexpensive disposable instrument that can be used in the normal surgical sequence without disrupting operating room efficiency, and without requiring additional patient payment.

The study was limited only to advanced cataracts as a means to test the functional limits of the miLOOP technology. Potential advantages for soft to medium density cataracts or for other complicated eyes were not tested in this study. Although there was a trend towards lower endothelial cell loss in the miLOOP eyes, this study was too small to identify statistical significance and an independent specular microscopy reading centre was not used. However, we confirmed the effectiveness and safety of mechanically transecting and prechopping extremely dense nuclei prior to phaco. Further clinical studies will better establish the merits and any potential shortcomings of this new technology.
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